Purpose: Phrenic nerve injury (PNI) is one of the important complications during cryoballoon (CB) ablation. Recording diaphragmatic compound motor action potentials (CMAPs) during CB ablation can predict PNI. CMAP monitoring may be inaccurate when CMAP amplitudes are low. We examined the effect of positioning an electrocardiography (ECG) electrode at the dorsal side. Methods: We retrospectively analyzed the cases of 197 consecutive patients who underwent CB ablation for pulmonary vein isolation (PVI) (April 2016 to December 2018) at our institution. CMAP amplitudes were monitored using two recording methods just before cryoapplication. (a) Conventional method: right-arm ECG electrode positioned 5 cm above the xiphoid on the ventral side; left-arm ECG electrode positioned along the costal margin. (b) Our original method: right-arm electrode positioned 5 cm above the xiphoid on the dorsal side; left-arm electrode positioned along the costal margin.
| BACKG ROU N D
Atrial fibrillation (AF) is one of the most common cardiac arrhythmias, and its prevalence increases with age. 1 It is thus expected that the incidence of AF will increase dramatically in today's aging populations. Pulmonary vein isolation (PVI) is now one of the most effective treatments for AF. 2, 3 A common method used for PVI is the use of a radiofrequency current. However, in 2016, ablation with a cryoballoon (CB; Arctic Front Advance ® , Medtronic) was shown to be non-inferior to radiofrequency ablation for the treatment of patients with paroxysmal AF, and the procedure duration and left atrial dwell time were short in the CB ablation patients compared to those who underwent radiofrequency ablation. 4 The number of CB ablations for AF has thus been increasing.
Phrenic nerve injury (PNI) is a rare but important complication of CB ablation. 5 Ghosh et al reported that rapid balloon deflation results in more rapid tissue rewarming, leading to prevention of persistent PNI. 6 Therefore, continuous phrenic nerve stimulation during CB ablation is important to reduce the risk of phrenic nerve palsy. One method of the active monitoring of the phrenic nerve is monitoring of the diaphragmatic compound motor action potentials (CMAPs). During CB ablation, recording the CMAPs on a modified lead I can be used to predict PNI. 7, 8 Some studies reported that using CMAP surveillance during CB ablation decreased the incidence of PNI. [9] [10] [11] [12] However, PNI is still cause for concern in CB ablation, and CMAP monitoring may be inaccurate if the CMAP amplitude is low. We conducted the present study to examine the effect of the positioning of an electrocardiography (ECG) electrode at the dorsal side, that is, opposite to the site 5 cm above the xiphoid.
| ME THODS
We retrospectively analyzed the cases of 197 consecutive patients who underwent CB ablation for PVI in the period from April 2016 to December 2018 at our institution. Written informed consent was obtained from all patients. Transesophageal echocardiography was performed before PVI in each patient to determine and exclude the presence of any atrial thrombi. Computed tomography of the left atrium (LA) was performed to examine the PV anatomy. Patients received general anesthesia with propofol combined with dexmedetomidine hydrochloride. The study was approved by the Ethics Committee of National Hospital Organization Hokkaido Medical Center.
| Ablation procedure
A single transseptal puncture was performed under fluoroscopic and intracardiac echocardiographic guidance (AcuNav, Biosense Webster). Thereafter, heparin was administered intravenously to maintain an activated clotting time over 300 seconds. The secondgeneration 28 mm CB catheter was introduced into the LA through a steerable sheath (FlexCath Advance, Medtronic). A mapping catheter (Achieve, Medtronic) was advanced within the CB to the PV. The CB was inflated and advanced to the ostium of each PV. Cryothermal energy was applied for 180 seconds with the CB. The order of CB application was as follows; left superior PV (LSPV), left inferior PV (LIPV), right inferior PV (RIPV), and right superior PV (RSPV). If necessary, PV isolation was completed with additional CB applications or an irrigated radiofrequency catheter.
| CMAP recording
The CMAP amplitude was measured with two recording patterns before CB application. One pattern was the conventional method (ventral side): a right-arm ECG electrode was positioned 5 cm above the xiphoid; a left-arm ECG electrode was positioned 16 cm from the xiphoid along the right and left costal margins ( Figure 1A ). 9 The second recording pattern was done with our original method (dorsal F I G U R E 1 Position of the electrocardiography (ECG) electrodes. The compound motor action potential (CMAP) amplitude was monitored with two recording patterns just before cryoapplication. One pattern was the conventional method (ventral side): a right-arm ECG electrode was positioned 5 cm above the xiphoid; a left-arm ECG electrode was positioned 16 cm from the xiphoid along the right and left costal margins (A). The second recording pattern was done with our original method (dorsal side): a right-arm ECG electrode was positioned on the thoracic vertebrae of the same level of the conventional method (ie, Th7); a left-arm ECG electrode was positioned at the same position as that in the conventional method (B) side): a right-arm ECG electrode was positioned on the thoracic vertebrae of the same level of the conventional method (ie, Th7); a leftarm ECG electrode was positioned at the same positions as that in the conventional method ( Figure 1B ).
Before CB application of the right or left PVs, the circular catheter (Optima, St. Jude Medical) was positioned to the superior vena cava or left subclavian vein and each phrenic nerve was paced (7.0 V/2 msec at 40/min). CMAP signals were amplified using a bandpass filter setting between 0.5 and 300 Hz and recorded on a NavX (St. Jude Medical) recording system. CMAP amplitudes were measured simultaneously with two methods in NavX recording system before CB application. Each mean value of five phrenic nerve stimulations was compared. CMAP amplitude with the higher method was monitored continuously during CB application because it was impossible that the two CMAP amplitudes were monitored simultaneously and continuously in NavX recording system. If the 30% reduction in the amplitude of CMAP was reached, CB application was immediately discontinued.
To clarify the factors affecting CMAP amplitude before CB application, we divided the patients into three groups by CMAP amplitude, (a) Low; CMAP amplitude at the dorsal side was lower than 0.05 mV at the ventral side, (b) Same; the difference between CMAP amplitude at the dorsal side and at the ventral side was less than 0.05 mV, (c) High; CMAP amplitude at the dorsal side was higher than 0.05 mV at the ventral side. We compared the characteristics of three groups.
PNI was diagnosed by manual palpation of the hemidiaphragm during phrenic pacing, by fluoroscopy surveillance of diaphragmatic contractions, or an elevated hemidiaphragm on postprocedural radiography. Normalization of the chest radiography was considered a sign of complete clinical recovery. PNIs were classified by duration; PNI resolved immediately or on discharge was transient, PNI resolved within 12 months after hospital discharge was persistent, and PNI continued after 12 months was permanent.
| Statistical analysis
Continuous data are expressed as the mean ± SD. Note: Data are given as mean ± SD or n (%).
Abbreviation: AF, atrial fibrillation.
F I G U R E 2
Compound motor action potential (CMAP) amplitude. CMAP amplitudes are measured simultaneously with the dorsal method (upper) and the ventral method (below) in NavX recording system before cryoballoon application Although CB ablation has gained increasing attention as an effective ablation tool for PVI, PNI is an important complication during this procedure for PVI. 5 The diaphragmatic CMAP is used to provide useful diagnostic information about phrenic nerve function in patients with neuromuscular disorders. The CMAP is the recorded summated muscle potential waveform produced by the innervated muscle fibers when the nerve is stimulated. Several studies have shown the clinical utility of monitoring CMAPs to anticipate PNI during CB ablation. 9, [11] [12] [13] [14] In the present study, six patients who developed PNI showed a 30% drop in CMAP during RSPV cryoapplication, and the ablation was discontinued. PNI is more common on the right side of the body because of the close anatomic relationship between the right PN and right PV.
| RE SULTS
However, several reports have shown that left-sided PNI could be provoked during a left-sided CB ablation procedure. 15, 16 An operator was therefore also needed to monitor the phrenic nerve function during CB ablation in order to prevent left-sided PNI. Miyazaki et al showed that stable left-sided diaphragmatic CMAP was obtained by pacing from the left subclavian vein during CB ablation. 14 
Recording
the left-sided CMAP could be useful to monitor left-sided PN function. In the present study, stable left-sided CMAP was obtained at the abdominal and dorsal sides, and four cases showed a >30% reduction in CMAP during the left-sided CB ablation.
This study has several limitations. First, it was a retrospective study in a single center and might therefore incorporate important biases. Second, the number of patients was small. Third, we added only a single ECG electrode at the dorsal side. We did not test other configurations. Fourth, we did not directly compare the CMAP at the dorsal side to that at the ventral side during cryoapplication. Further studies are required to achieve better diagnostic accuracy using the CMAP to prevent PNIs. Fifth, we did not measure the threshold for phrenic nerve capture. If the threshold was close to 7V in many patients, the results might be affected by partial phrenic capture.
| CON CLUS IONS
Our study revealed that the CMAP amplitude was significantly high at the dorsal side of the xiphoid compared to the conventional ventral side. Monitoring phrenic nerve function using an ECG electrode at the dorsal side is a simple and easy procedure.
Further studies are necessary to determine the clinical impact of the new method of CMAP monitoring on reducing PNI during CB ablation for AF.
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